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Optimization of CT slice thickness in 3D-CRT and 
IMRT planning of low grade glioma  

INTRODUCTION 

Low-grade Gliomas (LGGs) account for about 
two-thirds of CNS tumors in adolescents and 
young adults in the age group 20-44 years (1, 2). 
With a relatively long survival of about 6 years, 
life quality of these patients after radiotherapy is 
influenced by the maximum dose provided to 

the tumor and the degree of normal brain tissue 
sparing (3-8).  

CT and MR Imaging are the modalities of 
choice for tumor and organs at risk (OARs)             
volume delineation in radiotherapy treatment 
planning (RTP) of brain tumors (7, 8). Using fused 
CT/MR images, a combination of the following 
characteristics is  utilized in three dimensional 
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ABSTRACT 

Background: This study aimed to select the optimum computerized (CT) slice 
thickness by analyzing its effect on the volumes and dosimetric parameters in 
treatment planning of low grade Glioma. Material and Methods: Fused brain 
CT and magnetic resonance imaging (MRI) images of 17 patients were used 
for treatment planning for three-dimensional conformal radiation therapy (3D
-CRT) and Intensity-modulated radiation therapy (IMRT) using CT dataset with 
the thickness of 1.5 mm, 3, 5, and 10 mm slice. Volume of target and organs 
at risk (OARs), dosimetric parameters and contouring times using the 
reconstructed images were compared with the original dataset. Results: 
Using larger than 3 mm slice thicknesses resulted in significant increase up to 
76% in target volumes as well as the volumes of OARs (p-value<0.05). The 
variation in normalization point coordinates was also significant using larger 
than 3 mm slice thicknesses. The contouring time of tumor and OARs using 
the original data set was up to 35% more compared to the 3 mm dataset. 
Dosimetric parameters were comparable for 1.5 and 3 mm datasets, 
however, significant difference of up to 200% was observed for 5 and 10 mm 
datasets (P<0.05). Conclusions: CT slices larger than 3mm resulted in 
significant inaccuracies in volumes and dose coverage of target and OARs. 
Although using the slice thickness larger than 1.5 mm reduced contouring 
time significantly, this slice thickness is only recommended when the 
oncologist is not concerned about the dose received by the small critical 
organs especially those adjacent to the tumor.  
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conformal radiation therapy (3D-CRT) or IMRT 
(Intensity Modulate Radiation Therapy) of brain 
tumors: CT number information for density              
correction in the dose calculations, CT image of 
cortical bone for RT set up verification and MR 
low contrast detectability for determining the 
gross or clinical tumor volumes (9, 10). However, 
the accuracy of target and OAR volume                 
determination and therefore accuracy of dose 
determining results is challenged by the impact 
of CT image slice thickness and MR inherent            
geometric image fidelity (11-14).  

Determining the optimal slice thickness              
depends on the size, shape and volume of the 
target and OARs. For 3DRTP of brain tumors, 4 
mm and 8-10 mm slice thicknesses have been 
suggested as optimum for targets with                        
diameters of 1.5-3 cm and diameters larger than 
4 cm, respectively (11-14). However, when using 
co-registered/fused MR/CT images, larger slice 
thicknesses have been suggested (15). Phantom 
studies using spherical volumes have used the 
smallest available slice thickness for targets with 
diameters less than 1.5 cm (14). In general, in 
RTP, the delineated volume may increase  (11-14) 
or decrease (16) with increase in the CT slice 
thickness, especially for smaller volumes (12). 
The inaccuracy of volume delineation in RTP can 
introduce significant error in the dose                      
calculation results including (14) mean dose of 
planning target volume (PTV), tumor control 
probability (TCP) as well as in dose distribution 
analysis tools like homogeneity Index (HI) and 
dose conformity index (CI) (11).  

Since the definition of the volumes in RTP 
depends very strongly on the slice thickness, the 
optimal slice thickness should be selected based 
on the tumor size and the structure of the OARs 
such as the optical structure, brain stem and  
other normal structures (11-14). 

In this clinical study, the goal was to assess 
the effect of CT slice thickness on organs            
volumes and calculated target and dosimetric 
parameters in treating plan of low grade glioma 
patients on The results of this study were          
applied towards optimizing our routine imaging 
protocols and treatment planning procedure in 
order to achieve the tradeoff between the              
accuracy and the time dedicated to contouring of 
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target volumes and OARs of LGG patients. This 
research made a step forward in the upgrade of 
IMRT treatment planning procedure of glioma 
patients in our center.  
 
 

MATERIALS AND METHODS 
 
Patient’s selection 

CT and MRI images of 17 patients who were 
being treated with radiotherapy for low grade 
Glioma tumors were used, after obtaining                   
institutional review board approval 
(IR.mui.rec.1397.3.153, with date of issue 
03/1397) and informed written consents from 
all participants. Table 1 represents the patient’s 
demographics briefly. 
 

 
Simulation 

For planning, contrast-enhanced CT images 
with 1.5 mm slice thickness were obtained 4-6 
weeks after surgery or biopsy using a Sensation 
64 CT unit (Siemens Healthcare, Erlangen,               
Germany), while utilizing neck and head                   
thermoplastic masks patients were immobilized. 
Gadolinium-improved T1-weighted and T2-
weighted MR images were acquired using a 1.5 
Tesla Magnetom Aera MRI Scanner (Siemens 
Healthcare, Erlangen, Germany). These CT and 
MR images were co-registered to make the fused 
images according to the International                 
Commission on Radiation Units and                     
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Age Range (y) 19-54 

Gender 
Female: 10 

Male: 7 

Tumor Location 
Temporal Lobe (Right:4; Left: 5) 
Frontal Lobe (Right: 2; Left: 3) 
Parietal Lobe (Right: 1; Left: 2) 

Tumor Type 

WHO Grade II 
Oligodedroglioma: 7 

Astrocytoma: 6 
Mixed Glioma: 4 

 Target Volume 
(cm3) 

Range 
35-193 

Mean: 85±10 

Type 
of Surgery 

Total Resection:12 
Partial Resection or Biopsy: 5 

Table 1. Patients’ demographics. 



Measurements report 62 (ICRU-62)(17). A visual 
check was carried out at the registration                
procedure end and the oncologist co-registered 
images were edited manually by the radiation 
when the satisfactory results were obtained.  
Patient image datasets of 1.5 mm slice thickness 
(the original dataset) were then rebuilt with  
different slice thickness of 3, 5, and 10 mm (the 
reconstructed data set). The data set with 10 
mm slice thickness was used for completeness 
and was not intended for clinical application.  

 
Contouring 

Contouring of target and OAR volumes was 
performed by a radiation oncologist on CT            
images and CT- MRI fused images were used for 
diagnostic purposes. Gross tumor volume (GTV) 
was explained as the operating cavity with                  
any residual contrast-improving tissue on                
T1-weighted magnetic resonance imaging or as 
the residual enhanced tumor. The clinical target 
volume (CTV) was determined using a 2 cm  
margin around the GTV to contain any potential 
subclinical tumor, with an attempt to consider 
the potential OARs and natural anatomic               
boundaries. A primary planning target volume 
(PTV) was created by addition of a 5.0-mm             
margin to comprise arrangement uncertainties. 
A smaller and second PTV, denoted as the boost 
PTV, was created by addition of 5.0-mm margin 
to the GTV (18). For each patient, the normal              
tissues contoured involved the optic nerves,             
optic chiasma and retina, brain stem and corpus 
callosum. The tumor and OAR volumes were  
delineated on the original (1.5-mm slice                
thickness) as well as the reconstructed (3, 5 and 
10 mm slice thicknesses) datasets.  

 
Phantom study 

A simple acrylic phantom (density=1.20 g/
cm3) was made, consisting of 5 layers of 2.2 cm 
thickness. In each layer a 2 dimensional array of 
cylindrical holes (diameter= 3.75 cm volume 
=71.2 cc) was machined. The cylindrical holes 
were filled with melted paraffin (density= 0.93 
g/cm3). The layers were then placed and fixed 
on top of each other, making a 170×110×120 
cm3 block (figure 1.A). The imaging procedures 
were carried out using the same CT and MR 

units and scan protocols that were used for the 
clinical study (figure 1. B and C). The geometric 
accuracy of CT and MR images was analyzed by 
comparing the diameter and volume of holes in 
the original and the reconstructed data sets and 
the phantom itself.  

 
 
 
 
 
 
 
 
 

 

Treatment Planning 
IMRT and 3D-CRT plans were designed for 

each patient utilizing the original and                    
reconstructed images of 1.5, 3, 5, and 10 mm CT 
slice thicknesses. A radiation oncologist            
performed delineations of target and organs at 
risk (OAR). A Prowess Panther planning system 
version 5.5 (Prowess Inc., Concord, CA) which 
was commissioned and verified for the 6MV and 
15 MV photon beams of an ONCOR linear               
accelerators (linac), (Siemens Healthcare,               
Erlangen, Germany) was used for both 3D-CRT 
forward and IMRT inverse plans. The linac was 
armed with multi-leaf collimators (MLC) for step
-and-shoot IMRT delivery. A 6 MV or a                 
combination of 15 MV and 6 MV were utilized 
for 3D-CRT plans according to the location and 
size of the PTV, the required dose uniformity 
and organs at risk dose specifications. The              
prescription dose for 3D-CRT was 45.0 Gy to the 
PTV and an additional dose of 9.0 Gy to boost the 
total PTV dose to 54.0 Gy. 3D-CRT plans               
included two opposed fields (90 and 270             
degree) and one vertex field with or without a 
15-degree wedge. The angel of gantry, collimator 
and couch varied between 0.0, 40.0 to 50 and 
270.0 degrees, respectively. IMRT plans using 6 
MV photons included five fields each comprised 
of five segments. The angels of beams were          
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Figure 1. A The Photo of the acrylic phantom containing  
arrays of  paraffin filled cylindrical holes, B The CT and C the T1
-weighted MR images of the phantom using a repetition time 

(TR) of 350 ms and echo time (TE) of 10 ms. 



optimized automatically according  to the 
location and size of the PTV, the required dose 
uniformity and organs at risk dose constraints 
as presented by the Quantitative Analyses of 
Normal Tissue Effects in the Clinic (QUANTEC) 
(14). For all 3DCRT and IMRT plans, the dose             
volume histograms (DVH) were computed for 
the OARs and PTV. Specific dose points included 
the maximum dose (Dmax), minimum dose (Dmin), 
and mean dose (Dmean) to the PTV and OARs 
were analyzed. By comparing the plans,               
designed using CT images of different                     
thicknesses, the effect of slice thickness on             
delineated volume size and calculated DVHs of 
target and OARs was analyzed.  In addition, 
ICRU83 dose-volume points such as D2%, 
D50%, D98% were calculated to define the               
homogeneity index (HI) by using equation 1 (19):   

 
         (1) 
 

Conformity index (CI) was determined as 
well utilizing tissue volume receiving 95% dose 
using equation 2 (20): 

 
    (2) 
 

The shift in coordinates of the normalization 
point, i. e. the point that isodose lines were                 
normalized to a stated point other than the                
isocenter (probably the hot spot) (19), were               
calculated for each plan using the different CT 
image data sets and with respect to a fixed                 
reference point. The x, y and z direction is              
corresponding to right-left, anterior-posterior, 
and superior-inferior, respectively. The average 
time dedicated to contouring of target by the 
radiation oncologist and also contouring of 
OARs by a physicist using original and                  
reconstructed CT datasets was recorded. 

 
Statistical Analysis 

An independent sample t-test (SPSS 20) was 
used to examine the association between the 
changes in calculated parameters with CT slice 
thicknesses variation for each plan. A test result 
with p≤0.05 was regarded as statistically                    
significant. 

 

RESULTS 
 

Volume Analysis 
Phantom study 

Findings of the phantom study indicated that 
in both CT and MRI images, increasing slice 
thickness from 1.5 to 3 mm resulted in                   
insignificant increase on the imaged volume              
sizes. In contrast, using 5 and 10 mm slices for 
3D volume reconstruction, resulted in significant 
increase of 12% and up to 37% in imaged              
volume sizes, respectively. 

 
Patient study 

Figure 2 shows that the volume of target is 
increased with increase in slice thickness. The 
calculated data from patients showed that 
changing the slice thickness from 1.5 to 3 mm 
did not result in significant change in volume 
(∆V=12%; P-value>0.05). However, the result 
revealed significant change in the target volume 
when 5 mm (∆V=47%; P-value<0.05) and 10 mm 
(∆V=77%; P-value<0.05) reconstructed sets 
were used compared to the original dataset.  
Contouring with 3-mm data set instead of the 
original data set, resulted in significant increase 
only in the volume of body of corpus callosum 
(18%) and left optic nerve (12%). Using larger 
than 3mm slice thicknesses resulted in                
significant increase in volume of retina, chiasma, 
genu and splenium as well as corpus callosum 
and left optic nerve figure 3.  
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Figure 2.  Relative variation (%) of target and OAR volumes 
delineated using 3mm, 5mm and 10 mm reconstructed dataset 

compared to 1.5 mm dataset. Increase in slice thickness             
resulted in increase in volumes of both target and OARs.            

Abbreviations: R: Right; L: Left; ON: Optic Nerve; OCH: Optic 
Chiasma; CC-B: Corpus callosum Body; CC-Genu: Genu of           

Corpus Callosum; CC-Splenium: Splenium of Corpus Callosum. 
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CI and HI Variation 
CI decreased when using larger CT slice 

thicknesses. For 3D-CRT, the change in CI (∆CI) 
was significant when using 5 and 10mm                 
reconstructed data sets compared to CI for the 
original data set where CI=0.69: ∆CI= -0.03,                    
-0.11 and -0.13 for 3, 5 and 10mm data sets,              
respectively. In IMRT plans, also, ∆CI was                  
significant for 5 and 10mm reconstructed data 
sets compared to CI for the original data set 
where CI= 0.78: ∆CI=0.05, 0.08 and 0.15 for 
3mm, 5mm and 10mm data sets, respectively. 
Change in HI (∆HI) was not significant by  
changing slice thickness in 3D-CRT. In IMRT, 
however, HI increased from 0.11 for the original 
data set to 0.13 and 0.15 for 5 and 10mm data 
sets, respectively (P-value<0.05). 

 
Normalization point shift in 3D-CRT plans 

In the 3D-CRT treatment plans, the average 
shift in normalization point coordinates in the x 
direction was only significant for the 10 mm  
data set (∆x=0.3 cm), (P-value =0.02). In y and z 
directions, significant changes (in cm) were as 
follows: for 3mm, 5mm and 10 mm data sets 
∆y=0.3 cm, ∆z=0.2cm; ∆y=0.7cm, ∆z= 0.4cm and 
∆y=1.1cm, ∆z=0.8cm, respectively (P-value 
=0.03).  

 

Contouring time evaluation 
The average time dedicated to delineate the 

target and OARs using the original data set              
compared to the reconstructed data set was      
considerably higher. Using the original data sets, 
to contour the target, it took up to 32, 52 and 64 
% longer and to contour the OARs, it took up to 

35, 51 and 66 % longer than using the slice 
thickness of 3, 5 and 10 mm, respectively.  

 
Dosimetric parameters analysis 

Figure 4 shows the slice thickness’s impacts 
on target dosimetry calculation results. For both 
3D-CRT and IMRT techniques, Dmin, Dmean and 
Dmax decreased by changing the slice thickness 
from 1.5 mm to 3 mm (P-value> 0.05), from 
1.5mm to 5-mm (P<0.05), and from 1.5 to 10mm 
(P<0.05). A decrease of up to 10% and 14%  in  
target maximum dose was seen in both IMRT 
and 3D-CRT techniques using 5 and 10 mm slice 
thickness instead of 1.5 mm.  

For both techniques, Dmax for all of the OARs 
increased by increasing the slice thickness 
(figure 5). The increase in Dmax was significant 
for the left optic nerve (22%) and corpus                 
callusom (25%) by changing the thickness of the 
slices from 1.5 mm to 3 mm in both techniques 
(P-value). Increasing slice thickness from 1.5 to 
5 or 10 mm in both 3D-CRT and IMRT, showed 
significant increase in all dosimetric parameters 
for all OARs (P-value <0.05). The maximum 
Dmax change of 95% for the left optic nerve and 
200% for the left retina was recorded when 
changing the slice thickness to 5 mm and 10 
mm, respectively.  

Figure 3. An example of a 3D reconstructed tumor volume 
using, A: 1.5mm slice, B: 3mm slice, C: 5 mm slice and D: 10 

mm slice datasets shows an increase in slice thickness resulted 
in increase in tumor volume. 

Figure 4. Relative decrease in dosimetric parameters (Dmin, 
Dmean and Dmax) for target volume (CTV) using                   

reconstructed CT slice thicknesses of 3, 5 and 10 mm in           
3D-CRT and IMRT plans compared to the original data set           

(1.5 mm). 
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DISCUSSION 

In radiation treatment planning, patient CT 
images are used for tumor and OAR volume              
delineations. Therefore, accuracy of dose                     
calculations can be affected if quality of CT           
images is not adequate. Among other image 
properties, selecting the optimum slice                    
thickness becomes important in order to                 
maintain a balance between contouring                 
accuracy and time involved in volume                       
delineations by the physician (11-15, 17). This work 
was aimed to find the optimum CT image slice 
thickness for radiation treating plan LGG                  
patients in our radiotherapy department. 

Significant increase in the calculated volumes 
of the holes in phantom compared to the actual 
volumes, showed that 3 mm slice thickness is a 
reasonable choice to contour targets in the 
range of 3-4 cm in diameter which is in good 
agreement with other phantom studies (11-14). 
However, in contrast to other phantom studies 
in which using 8-10 mm slice thickness were 
recommended in contouring volumes larger 
than 25 cc, our study does not recommend using 
slice thickness more than 3 mm even for the   
volumes in the range of 75 cc  (11-14). 

In the clinical study, an overall significant  
increase in target volume with increasing the 
slice thickness was in agreement with the        
results reported by Srivastava et al. (14). In               

contrast to our results, there has been reports 
indicating decrease of target volumes when              
using larger slice thicknesses (11, 13). This could 
be due to missing a part of the target in             
contouring of images of larger slice thicknesses. 
Another potential reason for this difference is 
when some of the slices in the original data set 
are selectively removed (11), instead of using           
reconstructed images of larger thicknesses in 
contouring.  

Although changing slice thickness from 1.5 
mm to 3 mm resulted in significant increase only 
in the volume of body of corpus callosum and 
left optic nerve, using slice thickness larger than 
3 mm resulted in significant increase in the               
volume of all OARs including left and right optic 
nerve, retina, chiasma, corpus callosum, genu 
and splenium. Other studies suggested to use 
images with slice thicknesses of 4 or 8 mm for 
contouring in 3D-CRT treatment planning,              
provided that the image has sufficient contrast 
(15). Our results showed that using slice thickness 
more than 3 mm is not reasonable for                  
contouring in treatment planning. As a                
consequence, finding our study does not confirm 
this recommendation. Prabhakar et al. also 
showed that, the 2.5 mm and 5 mm slice                
thickness is sufficient for the target volumes 
ranging from 25-220cc (13). In contrast to the 
study of Prabhakar et al., our results showed 
using 5 mm slice thickness resulted in                    
significant increase in the target volume and is 
not recommended to contour volumes in the 
range of 85 cc.   

CI, a key parameter for assesing a treatment 
plan quality was also evaluated using different 
CT data sets. CI presents a measure of dose to 
normal tissue related to  PTV coverage, and the 
closer CI is to unity, the more conformal the plan 
is (19 , 24). In this study, using larger slice                  
thicknesses caused a significant reduction in CI 
in both 3D-CRT and IMRT techniques, similar to 
the results reported in other studies (11, 14). 
Based on the explanation, HI=0 shows the most 
hemogenous treatment plan. In general, a lower 
HI value is preffred. Although HI increased with 
incresing slice thickness, the variation was only 
statistically significant for IMRT plans, using 3 
mm and 5 mm data sets. The largest change in 

Figure 5. Relative increase of maximum dose (Dmax) of the 
optic nerve, chiasma, retina, and corpus callusom (body, genu, 

and splenium) in 3D-CRT and IMRT techniques, using                
reconstructed data sets of 3, 5 and 10 mm compared to the 

original data set of 1.5 mm thickness. Abbreviations: R: Right; 
L: Left; ON: Optic Nerve; OCH: Optic Chiasma; BS: Brain Stem; 

CC-B: Body of Corpus Callusom; CC-Genu: Genu of Corpus 
Callusom; CC-Splenium: Splenium of Corpus Callusom. 
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HI was due to using slices thickness  of 10 mm in 
IMRT plans which was in a good agreemant with 
other studies (13, 14). Therefore, it should be              
concluded that  for small targets, such as those 
seen in LGG patients and also targetrs treated 
using IMRT, the smaller slice thickness shuold 
be chosed. 

Variation in normalization point due to 
change in delineated volume size can affect the 
treatment outcome. The reason is that in                
3D-CRT plans, 1 cm margin around CTV may not 
be adequate to compensate the shift in               
normalization point. As a result, target under 
dosage with an increase in normal tissue dose 
may occur, especially when sensitive structures 
are adjacent to the target [11, 13]. Our results 
revealed that using image datasets of larger than 
1.5 mm slice thickness resulted in the                   
normalization point shift, in treatment plan of all 
patients. The maximum shift occurred in the Y 
direction (Anterior Posterior) when slice               
thickness increased.  Similar to other studies (11, 

13), the maximum shit in normalization point in 
the Y direction may be due to the direction of  
tumor extension in this direction. 

A significant decrease in all dosimetric               
parameters for target was revealed using 5 mm 
and 10 mm slice thickness, which resulted in a 
significant target underdoseage. In a similar 
study (13), it was reported that incresing the slice 
thickness from 2.5 mm to 5 and 10 mm resulted 
in the tumor underdosage, specifically for   
horseshoe-shaped targets, and up to 5%           
decrease in  IMRT mean target dose for 5 mm 
slice thickness compared to 1mm. 

The highest dose recieved by the OARs               
increased using larger slice thicknesses in both 
IMRT and 3D-CRT plans. This increase was only 
significant for optic nerve in both techniques 
and corpus callosum in 3D-CRT technique, using 
slice thickness of larger than 1.5 mm to 3 mm. 
Since small structures like the optic nerves and 
retina are involved in treatment plan of LGG, 
estimating the OAR volumes may encounter  
considerable clinical implications, resulting              
in a compromise between the recommended             
dose–volume criteria (12, 14) and reflecting the 
real clinical significance. This research showed 
that the choice of optimal slice thickness is of 

great importance in sparing these small         
structures, especially for the optic nerve due to 
its critical location. Choosing an inappropriate 
slice thickness for the contouring of the optic 
nerve may result in miscalculation of dose       
delivered to optic nerve, as emphasized in other 
studies (14, 20-22). 

Despite the small volume of some organs, 
specifically the retina, there was no significant 
difference between the calculated volume using 
axial images and the dosimetric parameters with 
an alteration in slice thickness from 1.5 to 3 mm. 
Nevertheless, due to the small size of the retina, 
it has been recommended to use the smallest 
slice thickness available for its contouring (13, 14). 
Therefore, we cannot conclusively specify that 
images with a slice thickness of 1.5 mm can be 
replaced by images with a thickness of 3 mm for 
this organ and organs of similar size. Several 
factors such as proximity to the tumor may have 
significant effect on this issue. The drawback of 
choosing 1 or 1.5 mm slice thickness, in order to 
obtain better dosimetric results, can be                  
overheating of CT scanner X-ray tube as well as 
longer contouring times oncologist spent on 
contouring the target and OARS. 

 
 

CONCLUSION 
 

In conclusion, results showed significant   
inaccuracies for both target and OARs, when 
contouring was done using reconstructed 3mm 
CT data sets. Although using the 3mm instead of 
the 1.5 mm data sets reduced contouring time 
significantly, care should be taken if the margin 
around CTV is not adequate to compensate the 
shift of normalization point. Moreover, this slice 
thickness is only recommended when the        
oncologist is not concerned about the dose               
received by the small critical organs, especially 
those located adjacent to the target volume.  
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